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Date: 19 February 2001
To: Bechtel Hanford, Inc. (technical representative)
From: TechLaw, Inc.
Project: 105-F Rx Phase IV Upper Fill and Soil Sampling
Subject: Radiochemistry - Data Package No. H1193-ES (SDG No. H1193)

INTRODUCTION

This memo presents the results of data validation on Summary Data Package No.
H 1193-ES which was prepared by Eberline Services (ES). A list of samples
validated along with the analyses reported and the requested analytes is provided
in the following table.

Sample ID Sample Data Media Vdlidatlon Anatys

B11470 12/19/00 Soil C See note I

811471 12/19/00 Soil C See note 1

B11472 12/19/00 Soil C See note 1

B11473 12/19/00 Soil C See note 1

B11474 12/19/00 Soil C See note 1

B11475 12/19/00 Soil C See note 1

B11476 12/19/00 Soil See note 1
1 - Gamma spectroscopy; total strontium; alpha spectroscopy; nickel-63; carbon-14; and tritium.

Data validation was conducted in accordance with the Bechtel Hanford
Incorporated (BHI) validation statement of work and "Sample and Analysis Plan for
105F and 105DR Phase IlIl Below Grade Structures and Underlying Soils" (DOE/RL-
99-35). Appendices 1 through 5 provide the following information as indicated
below:
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DATA QUALITY PARAMETERS

" Holding Times

Holding times are calculated from Chain-of-Custody forms to determine the
validity of the results. The maximum holding time for radiochemical analysis is
6 months and 7 days for liquid scintillation counting.

All holding times were acceptable.

* Preparation (Method) Blanks

Laboratory Blanks

Blank samples are analyzed to determine if positive results are due to laboratory
reagent, sample container, or detector contamination. If blank analysis results
indicate the presence of an analyte above the minimum detectable activity
(MDA), the following qualifiers are applied: All positive sample results less than
five times the highest blank concentration are qualified as estimates and flagged
"J"; sample results below the MDA are qualified as undetected and flagged "U";
sample results above the MDA and greater than five times the highest blank
concentration are not qualified.

All blank results were acceptable.

Field Blank

No field blanks were submitted with the SDG, therefore, no field blank data was
present for review.

" Accuracy

Accuracy is evaluated by analyzing distilled water or field samples spiked with
known amounts of radionuclides. The sample activity as determined by analysis
is compared to the known activity to assess accuracy. The acceptable
laboratory control sample and matrix spike recovery is 70-130% (80-120% for
gamma spectroscopy). In addition, samples may be spiked with a radiochemical
tracer to assist in isolating the radioisotope of interest with the yield of the
tracer being used in calculating sample activity. The acceptable range for tracer
recovery is 20% to 105%. Spike sample results outside the above ranges result
in associated sample results being qualified as estimates, rejected, or not
qualified, depending on the activity of the individual sample.
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Due to the lack of a matrix spike analysis, all carbon-14 results were qualified
as estimates and flagged "J".

All accuracy results were acceptable.

Laboratory Duplicates

Analytical precision is expressed by the relative percent differences (RPD)
between the recoveries of duplicate matrix spike analyses performed on a
sample in the analytical batch. Precision may alternatively be assessed using
unspiked duplicate analyses performed on a sample in the analytical batch. If
both sample and replicate activities (concentrations) are greater than five times
the contract required detection limit (CRDL) and the RPD is less than 30%, no
qualification is required. If either activity (concentration) is less than five times
the CRDL, the RPD control limit is less than or equal to two times the CRDL. If
the RPD is outside the applicable control limit, associated results are qualified as
estimated detects or estimated non-detects.

All duplicate results were acceptable.

Field Duplicate

One set of field duplicates (B11475/B11476) was submitted for analysis. Field
duplicates are compared using the same criteria as for laboratory duplicates. All
field duplicate results were acceptable.

* Detection Levels

Reported analytical detection levels are compared against the 105DR PQLs to
ensure that laboratory detection levels meet the required criteria. The PQL was
exceeded for the following: Europium-155 in all samples except B11473 and
B11476 and europium-154 in sample B11472. Under the BHI statement of
work, no qualification is required. All other reported laboratory MDAs were at
or below the PQL.

* Completeness

Data package No. H1193-ES (SDG No. H1193) was submitted for validation and
verified for completeness. Completeness is based on the percentage of data
determined to be valid (i.e., not rejected). The completion percentage was
100%.
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MAJOR DEFICIENCIES

None found.

MINOR DEFICIENCIES

Due to the lack of a matrix spike analysis, all carbon-14 results were qualified as
estimates and flagged "J". Data flagged "J" is an estimate, but under the BHI
validation SOW, the data may be usable for decision-making purposes. All other
validated results are considered accurate within the standard error associated with
the methods.

The PQL was exceeded for the following: Europium-155 in all samples except
B11473 and B11476 and europium-154 in sample B11472. Under the BHI
statement of work, no qualification is required.

REFERENCES

BHI, MRB-SBB-A23665, Validation Statement of Work, Bechtel Hanford
Incorporated, September 5, 1997.

DOE/RL-99-35, Sample and Analysis Plan for 105F and 105DR Phase Ill Below
Grade Structures and Underlying Soils.
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Appendix 1

Glossary of Data Reporting Qualifiers
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Qualifiers which may be applied by data validators in compliance with the BHI
statement of work are as follows:

U - Indicates the compound or analyte was analyzed for and not detected
above the minimum detectable activity (MDA) in the sample. The value
reported is the sample result corrected for sample dilution and moisture
content by the laboratory. The data is usable for decision making
purposes.

UJ - Indicates the compound or analyte was analyzed for and not detected at
concentrations above the minimum detectable activity (MDA) in the
sample. Due to a minor QC deficiency identified during the data
validation, the associated quantitation limit is an estimate, but is usable
for decision making purposes.

J - Indicates the compound or analyte was analyzed for and detected. Due
to a minor QC deficiency identified during the data validation, the
associated concentration is an estimate, but the data are usable for
decision-making purposes.

R - Indicates the compound or analyte was analyzed for, detected, and due
to an identified major QC deficiency, the data are unusable.

UR - Indicates the compound or analyte was analyzed for and not detected in
the sample. Additionally, the data is unusable due to an identified major
UC deficiency.
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Appendix 2

Summary of Data Qualification
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DATA QUALIFICATION SUMMARY

00000008

SDG: H1193 REVIEWER: DATE: 2/19/01 PAGE_1_OF_1_
TLI

COMMENTS:

COMPOUND QUALIFIER SAMPLES AFFECTED REASON

Carbon-14 J All No matrix spike
analysis



Appendix 3

Qualified Data Summary and Annotated Laboratory Reports

00000009



RADIOCHEMISTRY ANALYSIS, SOIL MATRIX. (PCi/G)

Project: BECHTEL-HANFORD
Laboratory: ES
Case |G:H11g3
- Ip. Number B11470 B11471 B11472 811473 B11474 811475 B11476

__mAk_ Duplicate

Sa.pteDae 12/19/00 12/19/00 12/19/00 12/19/00 12/19/00 12/19/00 12/19/00
Radochalwy, TDL Remlt a RemiLt Q Remi.t C Re..t C Relt a ReNt a Remut IQ Reit Q Relit Q
Tdtkn 0.425 0.545 0.606 0.851 0.401 0.726 0.803 1
Carhj14 50 -0.617 UJ 3.34 UJ 3.95 UJ 2.30 UJ 2.20 UJ 1.85 UJ 2.38 UJ
Miket-63 30 8.23 1.50 2.34 10.8 4.10 2.50 3.88
Strcndim (atotl) 1 0.073 U 0.098 U 0.048 U 0.017 U 0.04a U 0.086 U -0.012 U
Uran-233 1 0.382 0.261 0.363 0.187 0.423 0.240 0.290
Ursnium-235 1 0.026 U 0.030 U 0,059 U 0.085 U 0.032 U 0 U 0.030 U
Uramkni-238 1 0.552 0.251 0.363 0.257 0.449 0.576 0.568
Ptutodni-238 1 0 U -0.019 U -0.035 U 0 U 0.018 U 0.017 U 0 U
Ptutouisn-239/40 1 0.071 U 0 U -0.018 U 0.018 U 0.036 U 0.119 U 0.037 U
Anewdcdw-241 1 0 U -0.026 U 0 U 0.118 U 0.099 U 0.072 U 0 U
PSt.mi.n-40 13.1 13.6 13.2 12.4 12.7 13.4 13.3
Cobat s0 0.1 0.223 0.042 0.064 U U 0.078 0.063 0.057 1
Cesk. 137 0.1 2.37 0.594 1.10 0.454 0.616 1.28 _ 1.12 - __I _ I
RPAI-226 0.493 0.490 0.537 0.464 0.505 0.454 0.458
Ra&m-228 0.691 0.608 0.711 0.630 0.658 0.741 0.777
Stmogkun 152 0.2 2.21 0.455 U 0.709 0.334 0.584 0.979 0.835
D uoghm, 154 0.2 0.243 UU UU UU UU UU UU
Eupin 155 0.1 UU UU U UUU UU U U U U
Thmdsn-228 0.563 0.539 0.607 0.578 0.800 0.586 0.595

) Tho*,n.232 0.691 0.608 0.711 0.630 0.658 0.741 0.777
Ulank-235 (GEA) U U U U UlU U U U U U U U U
Urankn-238 (GEA) U U U U U U U U U U U UU U
AnmNdWku241(GEAJ U U U U U U U U U U U U U U

Laboratory applied non-detect qualifiers 'U" have been included in this table to minimize potential miss-interpretation of results. All other qualifiers shown were applied during
validation.

Pags__1 of__1
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P. 16/22

TMA/RICHKOND
SAMPLE DELIVERY GROUP E1193

DATA SHEET

SDG 7597 Client/Case no Hanford Spa H1192

Contact Melissa C. Mannion Contract TRC-SE-207925

Lab sample id R012132-01 Client sample ia f11470
Dept sample id 7S91-001 Location/Matrix 1051 Ama

Received 12/21/00 Collected 12119/00 08:30
t solids 94.? Custody/SAF No I-01030-02 201--30

RESULT 2a ERR MDA RDL QDALI-
ANALYT3 CAS NO pCi/g (COUNT) pi/g pCi/g FINR9 nfl99T

Tritium 10020-17-8 0.425 0.069 0.092 400 J: H

Carbon 14 14762-75-5 -0.517 3.0 5.0 50 U C
Nickel 63 13981-37-8 6.23 0.72 1.0 30 J. NZ
Total Strontium SR-RAD 0.073 0.13 0.25 1.0 U SR

Uranium 233 U-233/234 0.382 0.17 0.16 1.0 J U

Uranium 235 15117-96-1 0.026 0.051 0.20 1.0 V U

Uranium 238 U-238 0.552 0.22 0.16 1.0 J U

Plutonium 228 12991-16-2 0 0.035 0.14 1.0 U PU

Plutonium 23p/240 PU-239/240 0.071 0,071 0.14 1.0 U PU
Americium 241 14596-10-2 0 0.087 0.17 1.0 U AM

Potassium 40 13966-00-2 13.1 0.64 0.29 GAM
cobalt 60 10198-40-0 0.223 0.039 0.035 0.050 GAM

Cesium 137 10045-97-3 2.37 0.076 0.048 0.10 GAM
Radium 226 13982-63-3 0.493 0.073 0.076 0.10 GAM

Radium 228 15262-20-1 0.691 0.15 0.15 0.20 OAM

Europium 152 14683-23-9 2.21 0.10 0.091 0.10 GAM
Europium 114 sesO-10-1 0.243 0.090 0.099 0.10 GAM

Europium 155 14391-16-3 U 0.12 0.10 U GAM

Thorium 228 14274-82-9 0.563 0.042 0.050 GAM

Thrium 232 TH-232 0.691 0.15 0.15 GAM

Uranium 235 15117-96-1 U 0.16 U GAM
Uranium 238 U-236 U 4.6 U GAM

Americium 241 14596-10-2 U 0.15 U GAM

105-F Rx Phase IV Upper Fill & Soil

DATA SERETS
page 1

SU6MARY DATA SECTION
Page 13

Lab id M21WN
protocol Hanford
Version Ver 1.0

Form DVD=P-D
Version 3.0fl

Report date 01/11/01
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P.17/22

R012132-02

TMA/RICHMOND
SAPLE DELIVERY GROU H11.93

DATA BERET

SDG 7597 Clien./Case no Hanford SDG gi93
Contact Melissa C. Mannion Contract TRC-.flE-207925

Lab sample id R012132-02 Client sample Id 511471
Dept sample id 7519-0o2 Location/Matrix 105F Area SOLID

Received 12/1l/00 - Collected 12/19/00 08:35
% solids 1.,4 Custody/SAF No B01010-0 DOI-030

RESULT 2c 3RR NDA IML QgrALZ-
ANALYTE CAB NO pCi/g (COUNT) pCi/g PVi/g FIERES TEST

Tritium 10028-17-B 0.545 0.075 0.096 400 j H
Carbon 14 14792-75-5 3.34 3.1 5.2 50 uT c
Nickel 63 13O1-37-8 1.50 0.65 1.0 30 T NI L
Total Strontium SR-RAD 0.099 0.13 0.24 1.0 U sR
Uranium 233 U-233/234 0.251 0.15 0.19 1.0 .7 U
Uranium 235 15117-96-1 0.030 0.061 0.23 1.0 U U
Uranium 238 U-238 0.251 0.15 0.19 1.0 J U
Plutonium 238 13901-16-3 -0.019 0.038 0.14 1,0 U PU
Plutonium 239/240 PU-239/240 0 0.03 0.14 1.0 U PU
Americium 241 14596-10-2 -0.026 0.10 0.2s 1.0 U AM
Potassium 40 139G6-00-2 3.3.6 0.80 0.40 GAM
Cobalt 60 1019B-40-0 0.042 0.030 0.035 0.050 J GAM
Cesium 137 10045-97-3 0.584 0.049 0.038 0.10 GAM
Radium 226 13982-63-3 0.490 0.082 0.022 0.10 GAM
Radium 225 15262-20-1 0.60$ 0.15 0.17 0.20 GAM
Europium 152 14683-23-9 0.453 0.069 0.081 0.10 GAM
Europium 154 15585-10-1 U 0.14_ 0.10 U GAm
Europium 155 14391-16-3 U 0.13 0.10 U GAm
Tliorium 228 14274-82-9 0.539 0.042 0.045 am
Thorium 232 TH-232 0.608 0.15 0.17 GAM4
Uranium 235 15117-96-1 U 0.15 U GAM
Uranium 738 U-238 U 5.1 U GAM
Americium 241 14596-10-2 U 0.32 U GAM

105-F Rx Phase IV Upper Fi,1 & Soil

JIJ uf

DATA SHEETS
Page 2

SUWOARY DATA SECTION
Page 14

oOOO12

111471

Lab id TMANC
Protocol HanL2rdL-

Version Var 1.0
Form DVD ..

Version 3.06.
Report date O1/11/01
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P. 18/22

TMA/RICHMOND
SAMPLE DELZVURT GROUP f1193

R012132-03
DATA SHEET

311472

SDG 7597 Client/Case no Hanford SDG 1193
Contact Meligla C. Mannion Contract TPC-SS-207925

Lab sample id 12132-03L Client sample id 311472
Dept sample id 7597-003 Location/Matrix 105 Arn SOLID

Received 12/21/L.Q_ Collected 12/9/00 08940
% solids 22.2 Custody/SAF No B1030a-03 O1-00

RESULT 2e, ERR MDM RDL QUALZ-
ANALYTE CAB NO pCi/g (COU=T) pCi/g pci/g FIERS TEST

Tritium 10028-17-8 0.606 0.077 0.096 400 J H
Carbon 14 14792-75-5 3.95 1.2 5.2 50 U5 C
Nickel 63 13981-37-8 2.34 1.1 2.0 30 J NIL
Total Strontium SR-RAD 0.048 0.12 0.24 1.0 U SR
Uranium 233 U-233/214 0.263 0.19 0.19 1.0 J U
Uranium 235 15117-96-1 0.059 0.059 0.22 1.0 U U
Uranium 220 U-230 0.363 0.19 0.18 1.0 J U
Plutonium 238 13981-16-2 -0.035 0.035 0.17 1.0 U PU
Plutonium 239/240 PU-239/240 -0.019 0.035 0.13 1.0 U Pl3
Anericium 241 14596-10-2 0 0.086 0.17 1.0 U AM
Potassium 40 1396G-00-2 13.2 1.0 0.60 GAM
cbalt 60 10198-40-0 0.064 0.050 . 9 0.050 GAM

Cesium 137 10045-97-3 1.10 0.086 0.066 0.10 GAM
Radium 226 13982-63-3 0.537 0.11 -. AL. 0,0 GAM
Radium 228 15262.20-1 0.711 0.22 0.23 0.20 GAM
Europium 152 14603-23-9 0.709 0.10 0.2. 0.10 GAM

Europium 154 15585-10-1 U Q.21 0.10 V GAM
Europium 155 14391-16-2 U 0.14 0.10 U aAM
Thorium 228 14274-82-9 0.607 0.056 0.064 GAM
Thorium 232 TH-232 0.711 0.22 0.23 QAM
Uranium 235 15117-96-1 U 0.18 U GAM
Uranium 220 U-220 U 7.3 U GAM
Americium 241 14596-10-2 U 0.18 U SAM

105-F RX Phase IV Upper Fill & Soil

20'

DATA SEErTS
Page 3

SUMMARY DATA SECTION
PAge 15

00000o13

Lab id TMA=tL
Protocol IRanaL.d
Version fL 1.2

Form 2)D-D8
Version j_.6

Report date 01/11/01
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P.19/22

TMA/RICHMOND
SAMPLE DELIVERY GROUP E1193

R012132-04
DATA SHEET

SDG 7591 Client/Case no Hanford SDG R1193
Contact Melissa C. Mannion Contract TRC-SBB-207925

Lab sample id R012132-04 Client sample id B;1473
Dept sample id 7597-004 Location/Matrix 105F Area SOLID

Received 12/21/00 Collected 12/19/00 08:45
% solids 93. Custody/SAF No B01030-03

RESULT 2w ERR M= RDL QUALI-
ANALYTZ CAS NO pCi/g (COUNT) pCi/g pci/g FiERn TEaT

Tritium 10028-17-8 0.851 0.062 0.094 400 J K
Carbon 14 14762-75-5 2.30 2.9 4.8 50 U C

Nickel 63 13981-37-8 10.6 1.6 2.7 30 .7 29_s

Total Strontium SR-RAD 0.017 0.12 0.21 1.0 U SR

Uranium 233 U-233/234 0.7.07 0.14 0.18 1.0 J U

Uranium 235 15117-96-1 0.085 0.11 0.22 1.0 U U
Uranium 238 U-238 0.257 0.14 0.18 1.0 J t7

Plutonium 230 139W1-16-3 0 0.031 0.14 1.0 U PU
Plutonium 239/240 PU-239/240 0.018 0.036 0.14 1.0 U PU
Americium 241 14596-10-2 0.118 0.12 0.15 1.0 U AM

Potassium 40 13966-00-2 12.4 0.58 0.24 GAM

Cobalt 60 10198-40-0 U 0.031 0.050 U GAM

Cesium 137 10045-97-3 0.454 0.039 0.034 0..10 GAM

Radium 226 13982-63-3 0.464 0.059 0.054 0.10 GAM

Radium 228 15262-20-1 0.630 0.10 0.10 0.20 GAM

Europium 152 14683-23-9 0.334 0.054 0.069 0.10 GAM
Europium 154 15585-10-1 U 0,095 0.10 U GAM
Europium 155 14391-16-3 U 0.080 0.10 U GAM
Thorium 228 14274-82-9 0.578 0.034 0.033 GAM

Thorium 232 Th-232 0.630 0.10 0-10 GAN

Uranium 235 15117-96-1 U 0.1 U GAM
Uranium 238 U-230 U 3.3 U GAM
Americium 241 14596-10-2 U 0.11 U ;AM

105-F Rx Phase IV Upper Fill & Soil

i-4,7oi

DATA SEEZET
Page 4

SUMMARY DATA SECTION
Page 16

Lab id THAZC
protocol Hanford
Version Yfl L.-

Form DfDD -
Version S3.

Report data a k/11/01
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P. 20/22

TMA/RICHMOND
SA"Lk DELVEr GROUP 1193

R012132-05
DATA SHEET

SDG 7597 client/came no Hanford SDrH1193
Contact Melissa C. Mannion Contract TRC-SBE-207925

Lab sample id R012132-05 Client sample id B11474

Dept sample id 7597-005 Location/Matrix 109P Area SOLID
Received 12/21/00 Collected 12/19/00 08:50
k Solids 34.0 Custody/$AF So O1i03Sl-01 - 01-030

RESULT 2a ERR HDA RDL QUMLI-
ANALrXT CAS NO pci/a (COUNT) pCi/g pCi/g PIERS TEST

Tritium 10028-17-8 0.401 0.070 0.095 400 j H
Carbon 14 14762-75-5 2.20 3.2 5.2 50 U C
Rickel 63 12991-27-9 4.10 1.2 2.2 30 J NI L

Total strontium SR-RAD 0.048 0.11 0.20 1.0 U SR
Uranium 223 U-232/234 0.423 0.21 0.20 1.0 j U

Uranium 235 15117-96-1 0.032 0.064 0.24 1.0 U U

Uranium 238 U-238 0.449 0.21 0.20 1.0 J U

Plutonium 238 13981-16-3 0.010 0.036 0-14 1.0 U Pr

Plutonium 239/240 PU-239/240 0,036 0.036 0.14 1.0 U PU

Americium 241 14596-10-2 0.099 0.15 0.19 1.0 U AM

Potassium 40 13966-00-2 12.7 0.06 0.44 GAM

Cobalt 60 10198-40-0 0.07a 0.047 0.040 0.050 GAM

Cesium 137 10045-97-3 0.616 0.059 0.057 0.10 GAM

Radium 226 13982-62-2 0.505 0.082 0.085 0.10 GAM

Radium 228 15262-20-1 0.636 0.20 0a2 0.20 GAm

Europium 152 14683-23-5 0-504 0.092 0.11 0.10 SAM

Europium 154 155B5-10-1 U 0.17 0-10 U CAM

Europium 155 14391-16-3 U ... 4J.1L 0.10 U GAM

Thorium 228 14274-82-9 0.600 0.046 0.051 GAM

Thorium 232 TH-232 0.658 0.20 0.21 GAM

Uranium 235 15117-96-1 U 0.16 U CAN

Uranium 238 U-238 U 5.6 U GAM

Americium 241 14596-10-2 U 0.15 U GAM

105-F Rx Phase IV Upper Fill & SOl

DATA SHEETS
Page 5

SUMOARY DATA SECTION
Page 17

00000015

B11474

Lab id 'TMA1C
Protocol Hanford
Version Ver 1.,0

Form DVDflL-
Version 1.06

Report date 01/11/01
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P. 21/22

R012132-06

TMA/RICNKOND
SAMPLI DELIVERY GROUP 31193

DATA SHEET

SDG 7597 Client/Case no fanford SDG 91193
Contact Mglissa C. mNaion Contract TRC-SBB-07925

Lab sample id R212132-06 Clian= sample id 311475
Dept sample id 75P7-006 Location/Matrix 105F Area SOLID

Received 12/21/Z Collected 12/19/00 08:55
W solids t..9 Custody/SAF xo B01030-93 - 201-030

RESULT 2a' EM n M RDL QUAt -
ANALYTS CAB NO pCi/g (COUNT) pCi/g pCi/g WIRig TEST

Tritium 10028-17-8 0.726 0.077 0.091 400 a 19
Carbon 14 14762-75-5 1.85 3.2 5.2 50 U3 c
Nickel 63 13901-37-0 2.50 1.1 2,0 30 J NI L
Total Strontium SR-RAD 0.086 0.12 0.1a 1.0 1U SR
Uranium 233 U-233/234 0.240 0.14 0.18 1.0 J U
Uranium 233 15117-96-1 0 0.058 0.22 1.0 U U
Uranium 235 U-232 0.576 0.24 0.16 1.0 J U
Plutonium 238 12981-19-3 0.017 0.034 0.13 1.0 It PU
PluConium 239/240 PU-239/240 0.119 0.10 0.13 1.0 U PU
Americium 241 14596-10-2 0.072 0-096 0.18 1.0 U AM
Potassium 40 13966-00-2 12.4 0.69 0.29 GAM
Cobalt 60 10198-40-0 0.063 0.033 0.1 0.050 GAM
Cesium 13- 10045-97-3 1.28 0.061 0.047 0.10 GAM
Radium 226 13982-63-3 0.454 0.068 0.0713 0.10 GAM

Radium 228 15262-20-1 0,741 0.16 0.17 0.20 GAM
Suropium 152 14683-23-9 0.979 0.074 0.075 0.10 GAM
Europium 154 15S5-10-1 U 0,13. 0-10 U GAM
Europium 155 14391-16-3 U 0 .12 0.10 U QAM
Thorium 220 14274-82-9 0.566 0.039 0.043 GAM
Thorium 232 TH-232 0.741 0.16 0.17 GAM
Uranium 235 15117-96-1 U 0.15 U GAM
Uranium f35 U-238 U 4.5 U GAM
Americium 241 14596-10-2 U 0.29 U GAM

105-F Rx Phase IV Upper Fill & Sail

DATA SENTS
Page 6

SUMDARY DATA SWCTIOlI
Page 1e

00000016

311475

Lab id M
Protocol Hangord
Version !*Z..210

Form D3D-D
Version 3,06

Report data 01/11/01
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TMA/RICEMOND
SAMPLE DELIVERY GROUP *1193

R012132-07
DATA SHEET

311476

SDG 7597 ClientCase no Hanford etG R1193
Contact Melissa C. mannion Contract TRC-SSB-20792$

Lab sample id R012132-07 Client sample id B11476
Dept sample id 1597-007 Location/Matrix 105F Ar a_ SOLID

Received ,2/.21/00 Collected 12/19/00 08:55
1 solids 94.3 Custody/SAP No 301030-03 Bl1-030

RESULT 2v ERR KDA RDL QUALI-
ANALYTE CAS WO pC±i/g (COUNT) pCi/g pCi/g FIERS TEST

Tritium 10028-17-8 0.803 0.079 0.091 400 J H
Carbon 14 14762-75-5 2.38 3.0 5.0 50 U C
Nickel 63 12981-37-8 3.86 1.X 2.1 30 J NI L
Total Strontium SR-RAD -0.012 0.13 0.28 1.0 U SR

Uranium 233 U-223/234 0.296 0.20 0.19 1.0 J U
Uranium 235 15117-99-1 0.030 0.060 0.23 1.0 U U

Uranium 238 U-238 0.568 0.25 0.19 1.0 j U
Plutonium 238 12981-16-3 0 0.037 0.14 1.0 U PU
Plutonium 239/240 PU-239/240 Q.31 0.037 0.14 1.0 U PU
Americium 241 14596-10-2 0 0.10 0.20 1.0 V AM
Potassium 40 13966-00-2 13.3 0.55 0.20 GAM
Cobalt 60 10198-40-0 0.057 0.027 0.029 0.050 GAM
Cesium 137 10045-97-3 1.12 0.049 0.036 0.10 GAM
Radium 226 13982-63-2 0.458 0.060 0.059 0.10 GAM

Radium 228 15262-20-1 0.777 0.15 0.14 0.20 GAM
Europium 152 14683-23-9 0.835 0.062 0.067 0-10 GAM
Europium 154 15585-10-1 U 0.10 0.10 U GAM
Europium 155 14391-16-3 U 0.087 0.10 U GAM
Thorium 229 14274-82-9 0.595 0.034 0.036 GAM

Thorium 232 TH-232 0.777 0.15 0.14 GAM
Uranium 235 15117-96-1 C 0.12 U GAM
Uranium 238 U-238 U 3.5 U GAM

Americium 241 14596-10-2 U 0.12 U GAM

105-F Rx Phase IV Upper Fill & Soil

DATA SEZTS
Page 7

SUMARY DATA SECTZON
Page 19

000coC17

Page: 22 of 22

P. 22/22

Lab id TMANC
Protocol Hanfp4d
Version Vex 1.0

Form DVD-Da
Version 3.06

Report date 01/11/01



Appendix 4

Laboratory Narrative and Chain-of-Custody Documentation
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P. 2/22

Eberline Services
W.O, No. RO-12-132-7597

Bechtel Hanford Inc.
SDG H1193

Case Narrative Page 1 of I

1.0 GENERAL

Bechtel Hanford Inc. (BHI) Sample Delivery Group HI 193 was composed of seven solid
(soil) samples designated under SAF No. B01-030 with a Project Designation of: 105-F
RX Phase IV Upper Fill and Soll Sampling.

The samples were received as stated on the Chain-of-Custody documents. Any
discrepancies are noted on the Eberline Services Sample Receipt Checklist. The results
were transmitted to BHI via e-Fax on January 11, 2001.

2.0 ANALYSIS NOTES

2.1 Tritium Analyses
No problems were encountered during the course of the analyses.

2.2 Carbon-14 Analyses

No problems were encountered during the course of the analyses.

2.3 Nickel-63 Analyses

No problems were encountered during the course of the analyses.

2.4 Total Strontium Analyses

No problems were encountered during the course of the analyses.

2.5 Isotopic Uranium Analyses

No problems were encountered during the course of the analyses.

2.6 Isotopic Plutonium Analyses
No problems were encountered during the course of the analyses,

2.7 Americium-241 Analyses

No problems were encountered during the course of the analyses.

2.8 Gamma Spectroscopy Analyses

No problems were encountered during the course of the analyses.

Case Narrative Certification Statement

"I certify that this data package is in compliance with the SOW, both technically
and for completeness, for other than the conditions detailed above. Release of
the data obtained in this hard copy data package has been authorized by the
Laboratory Manager or a designee, as verified by the following signature."

/2Zthgai. i??mn . _ 6 _ _

Melissa C. Mannion Date
Program Manager 0000001 9
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Appendix 5

Data Validation Supporting Documentation
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WHC-SD-EN-SPP-OO1, Rev. 1

RADIOCHEMICAL DATA VALIDATION CHECKLIST

VALIDATION A B C E
LEVEL:

PROJECT: 10 ? . DATA PACKAGE:

VALIDATOR: -L LAB: A Ii DATE: o I

CASE: SDG: 193

ANALYSES PERFORMED

0 Gro. 90 0 Teohdum-so Alpha Gawn.
Alphe/iets t copy apy

0TotdUalrnum 0Radiu-r22 Trddum LA IN3

SAMPLES/MATRIX 1\0+70 65\\t7L jNif - %\473

1. Completeness . . . . . . . . . . . . . . . . . . . . . . . . . /A

Technical verification forms present? . . . . . . . . . . . . Yes No N/A

Comments:

2. Initial Calibration . . . . . . . . .

Instruments/detectors calibrated within
one year of sample analysis? . . .

Initial calibration acceptable? . . . . .

Standards NIST traceable? . . . . . . . .
Standards Expired? . . . . . . . . . . .

Conmients:

. . . . . . . . . . . . .

. . . . . . . . . Yes

. . . . . . . . . Yes

. . . .. . Yes

. . . . . . . . . Yes

. t N/A

No N/A
No N/A
No N/A

No N/A

..,o o o o2 2

.

.

.

.



WHC-SD-EN-SPP-001, Rev. 1

3. Continuing Calibration . . . . . . . . . . . . . .

Calibration checked within one week of sample

Calibration check acceptable? . . . . . . . .
Calibration check standards NIST traceable? .
Calibration check standards expired? . . . .

analysis?

. . . . . . . N/A

. . . Yes No N/A

. . . Yes No N/A
* . . Yes No N/A

. . . Yes No N/A

Comments:

4. Blanks . . . . . . . . . . . . .

Method blank analyzed? . . . . . . .
Method blank results acceptable?

Analytes detected in method blank?

Field blank(s) analyzed? . . . . . .

Field blank results acceptable? .

Analytes detected in field blank(s)?
Transcription/Calculation Errors? . .

. . . . . es

.Yes

.Yes
. . . . . Yes

.Yes
. . . .Yes

. ON/A

No N/A

No N/A

No N/A
o N/A

No

No
No

tVL) '1W)

5. Matrix Spikes . . . . .. . . .

Matrix spike analyzed? . . . . . .

Spike recoveries acceptable? . . .

Spike source traceable? . . . . . .
Spike source expired? . . . . . . .
Transcription/Calculation Errors?

Comments:

.... . . . . . . .

. . .. . . . es

. .. ..... Yes

. . . . . . . . Yes

. .. ....... Yes
.... . . .. Yes

00 0023

Cnmtnsnts!

. O N/A

No N/A
No

No

No

No

rD IF-16

. . . . .

. . . . . . .

. . . . . . .

. . . . . . .

. . . . . . .

. . . . . . .

. . . . . . .

. . . . . . .

. . .

. . . . .

. . . . .

. . . . .

. . . . .

. . . . .

. . . . .



WHC-SO-EN-SPP-001, Rev. I

6. Laboratory Control Samples

LCS analyzed? . . . . . . . . . . .

LCS recoveries acceptable? . . . .
LCS traceable? ........ .

Transcription/Calculation Errors?

. . . Yes

. . . Yes

. FIN/A

No N/A

No NIA

No

No

Comments:

7. Chemical Recovery . . . . . . . . . . . . . . . . . . . . . . . . O N/A

Chemical carrier added? . . . . . . . . . . . . . . . . . . . Yes No N/A
Chemical recovery acceptable? . . . . . . . . . . . . . . . . Yes No N/A

Chemical carrier traceable? . . . . . . . . . . . . . . . . Yes No N/A

Chemical carrier expired? . . . . . . . . . . . . . . . . . . Yes No N/A

Transcription/Calculation errors? . . . . . . . . . . . . . . Yes No N/A

Comments:

8. Duplicates . . . . . . . . . . . . . . . . . . . . . .. ,. . . [ON/A

Duplicates Analyzed?........ . . . . . . . . . . . . Ye No N/A

RPD Values Acceptable? . . . . . . . . . . . . . . . . . . . Y No N/A

Transcription/Calculation Errors? . . . . . . . . . . . . . . Yes No

Comments:

000000 24

. . . . . . . . . .



WHC-SD-EN-SPP-001, Rev. 1

9. Field QC Samples . . . . . . . . . . . . . . . .

Field-duplicate sample(s) analyzed? . . . . . . . . .

Field duplicate'RPD values acceptable? . . . . . . .

Field split sample(s) analyzed? . . . . . . . .. . .

Field split RPD values acceptable? . . . . . . . . .

Performance audit sample(s) analyzed? . . . . . . . .

Performance audit sample results acce table? . . . .

Comments: j 0 5 V

- . . . . . . . O N/A

S . Y No N/A

. . . . Ye No N/A

. . . . Yes VA

. . . . Yes (10

. . . . Yes P N/A

. . . . Yes No G

10. Holding Times

Are sample holding times acceptable? . . . .. . . . . . . No N/A

Comments:

11. Results and Detection Limits (Levels D & E) . . . . . . . . . . 0 N/A

Results reported for all required sample analyses? . . . . . No N

Results supported in raw data? . . . . . . . . . . . . .. . No /10
Results Acceptable? . . . . . . . . . . . . . . . . . . . . . No N

Transcription/Calculation errors? . . . .. . . . . . . . . . Yes Norw

MDA's meet required detection limits? . . . . . . . . . . . . Yes No A

Transcription/calculation errors? . . . . . . . . . . . . . . Yes No (.A

Comments:

00000 0 2 5
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Additional Documentation Requested by Client
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Received: 16.Feb.01 05:39 PM From: UnknownSender To: 2087238944

FEB 16 '01 03:38PM BHI S&D MAGAEMENT 509 372 9487

R012232-09

Powered by $Fax.coi

TMA/RICHMOND
SAMPLE DELIVERY GROUP H1193

METHOD BLANK

Page: 12 of 22

P.12/22

Method 3lank

SDQ 7597 Client/Case no Hanford SDr 11191
Contact Melissa C. Mannion Contract TRC-SBB-20792

Lab sample id R022132-09 Client sample Id Method Blank
Dept sample id 7597-009 Material/Matrix SOLID

SAF NO B0I-030

RESULT 2c XRR MDA RDL QUALI-
ANALYTE CAn No pCi/g (COUNT) pCi/g pCi/g FIERS TEST

Tritium 10020-17-8 -0.04 7  0.14 0.24 400 U H
Carbon 14 14762-75-S -1.51 3.0 5.1 50 U C
Nickel 63 13901-37-8 0.618 0.*9 1.9 30 U NIL

Total Strontium SR-RAD 0.125 0.1 0.29 1.0 U SR
Uranium 233 U-233/234 -0.030 0.060 0.23 1.0 U U
Uranium 235 1117-96-1 0.036 0.072 0.26 1.0 U U

Uranium 23$ U-23a 0.030 0.060 0.23 1.0 U U
Plutonium 239 12391-16-3 0.017 0.034 0.13 1.0 U PU
Plutonium 239/240 PU-239/240 0.0317 0.034 0.13 1.0 U PU
Americium 241 14596-10-2 0.025 0.15 0.29 1.0 U AM
Potassium 40 .13966-00-7 U 0.29 U GAM
Cobalt 60 10198-40-0 1 0.020 0.050 U GAM

Cesium 137 10045-97-3 U 0.018 0.10 U GAM

Radium 226 13982-63-3 U 0.067 0.10 U GAM
Radium 228 15262-20-1 U 0.073 0.20 U GAM
Europium 152 14683-23-9 U 0.039 0.10 U GAM
Europium 154 15585-10-1 U 0.046 0.10 U GAM
Europium 155 24391-16-2 U 0.049 0.10 U CAM
Thorium 228 14274-02-9 U 0.025 U GAM
ThoriuM 232 TIA-232 U 0.073 17 GAM
Uraniun% 233 15117-96-1 U 0.067 U GAM
Uranium 238 U-238 u2.3 U G)4A
Americium 241 14596-10-2 U 0.12 U GAM

105-F Rx Phase IV Upper Fill & Soil

QC-BLAK 37089

METHOD BLANES
Page I

SUMMARY DATA SECTION
Page 9

oooOOOZY

Lab id T2XA..
protocol Hanford
Version Yer 1.0

Form DVQ-DS
Version L.Q .

Report data 01/11/01
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Powered by AFax.con, Page: 13 of 22

P. 13/22

TMA/RICHMOND
SAMPLE DELIVERY SGOUP 11193

LAB CONTROL SAMPLI
Lab Control Sampte

SDG 7597 Client/Case no Hanford Es A13193
Contsct Melissa C. Marnion Case no TRC-SBB-207925

Lab sample Id t012132-08 Client sampt. 1 Lab Control Saplu

Dept sampic id 7597-00 Matcrial/MatriX SOLIL
OAF No M01-030

RESULT &w ERR MDA ROL QUALI- ADDED 2w ERR REC So LMT PROTOCOL
ANALYTE pCf/ (COUNT) pCi/c pCi/u IERS TEST pC/a pCi/A K (TOTAL.) LIMITS

Tritium 24.7 1.3 0.60 400 .J R 26.8 1.1 92 83-117 80-120
Carbon 14 10300 100 14 50 C 11300 450 91 85-115 *0-120
Nickel 63 219 4.2 1,8 30 NIL 232 9.3 94 84-116 80-120
Total Strontium 22.4 0.60 0.16 1.0 SR 22.0 0.88 102 53-117 50-120
Uronita 233 20.4 2.2 1.0 1.0 U 20.0 0.80 102 81-119 80-120
Uranium 235 15.8 1.9 0.26 1.0 U 16.3 0.65 97 80-120 80-120
UranIum 238 21.3 2.2 0.98 1.0 U 21.8 0.87 98 82-118 80-120
Plutonium 238 19.6 2.0 0.19 1-0 PU 19.9 0.80 98 82-118 80-120
Plutonium 239/240 21.9 2.3 0.19 1.0 PU 21.2 a.&S 103 52-118 *6-120

Americium 241 21.7 2.0 0.17 1.0 AM 23.0 0.92 94 84-116 50-120
cobalt 60 0.338 0.056 0.039 0.050 GAM 0.373 0.015 91 69-131 80-120
Cesium 137 0.3M o.041 0.024 0.10 GAM 0.335 0.613 109 49-131 80-120

105-F RX Phase IV Upper Fill & SOlL

QC-LCS 37088

LAB CONTROL SAMPLES
Page 1

SUEMaY DATA flCTION
Page 10

00000028

Lab id TMANc
Protocol Hanford
Version X Lar 1.0

Form DVO-LC
Version E3.0..--

Report date 01/11/01

R012132-011
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FEB 16 '01 03:39PM BHI SRID MANAGEMENT 509 372 9487
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P.14/22

TMA/RI CEMORD
SMPLE DELIVERY GROU M1193

R012132-10 811470
DUPLICATE

SDG 7597 CLient/Cas no Hanford 11G 1193
Contact Melists C. Hannion Case no TRC-SBS-207925

DUPLICATE ORIGINAL
Lab sarple Id R012132-10 Lab aemple id RBD2112-DI Client smrpt. Id 111470

Dept sample id 797-010 Dept sample fd 7392-91 Location/Matrix 105F Area SOL10
Received 12/21100 ColLected 12/19/00 0860

i solid& 9 .7 solids 94.7 Custody/SAF No 801030-03 801-039

DUPLICATE 2a ERR WA ROL QUALI- ORICINAL 2u ERR MA QUAL!- RPD 3n PROT
ANALYTE pC1/i (COUNTI pCi/g pCI/i FIERS TEST PCI/0 CMUKT) pCf/g Flil X TOT IMIT

Tritin 0.469 0.071 0.094 400 J H 0.425 0.069 0.092 1 10 10
Carbon 14 -0.099 3.1 5.2 50 U C -0.317 3.0 5.0 U -
NIckel 63 6.94 1.2 2.0 30 J NIL_, 6.23 0.72 1.0 J 11 38
Total Strmntium 0.004 0.12 0.21 1.0 U SR 0.075 0.13 0.25 U
Uranium 233 0.474 0.24 0.18 1.0 1 U 0.382 0.17 0.16 1 22 104
Uraniun 235 0.029 0.057 0.22 1.0 U U 0.026 0.031 0.20 u -

Uranilt 238 0.403 0.19 0.18 1.0 J U 0.552 0.22 0.16 1 31 92
Plutonia 23S 0.153 0.10 0.20 1.0 U PU 0 0.035 0.14 u -
Plutonim 239/240 0 0.051 0.20 1.0 U PU 0.071 0.071 0.14 U
AnericIt 241 "0.017 0.067 0.13 1.0 U AN 0 0.087 0.17 U
Potesslum 40 13.4 0.55 0.22 GAM 13.1 0.64 0.29 2 33
Cobalt 60 0.239 0.041 0.034 0.050 SAm 0.223 0.039 0.035 7 49
Cesium 137 2.35 0.068 0.045 0.10 SAM 2.37 0.076 0.048 1 32
Radius 226 0.494 0.058 0.060 0.10 GAN 0.403 0.073 0.076 0 43
Radium 228 0.557 0.13 0.14 0.20 IAN 0.691 0.15 0.15 21 57
Europium 152 2.26 0.090 0.00 0.10 GAM 2.21 0.10 0.091 3 33
Europium 154 0.222 0.097 0.11 0.10 GAN 0.243 0.090 0.099 9 91
Europfum 155 U .... 1L 0.10 U GAN U 0.12 U -
Thorium 228 0.581 0.037 0.042 GAN 0.563 0.042 0.050 3 35
Thorium 232 0.557 0.13 0.14 GAN 0.691 0.15 0.15 21 57
Uranium 235 U 0.13 U CAN U 0.16 U
Uranium 238 U 4.3 U GAM U 4.6 U -
Afrriclum 241 U 0.13 U aM U 0.15 U

105-F Re Phase IV Upper fil L Soil

DlP#l 37090

DUPLICATES
Page 1

SIMARY DATA SECTION
Page 11

000000 2 9

Lab Id TNANC
Protocol hkanfard4_

Version Var 1.0
Form RRDI-DP

Verion 3.06
Repoort date 01/11/01
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TMA/RICHMOND
SAMPLE DELIVERY GRCW W119

MATRIX SPIKE
R012132-11 611470

106 7597 CLient/Case no Hanford WOG H1193
Contact Maliasa C. Mannion Case no TRC-SBB-07925

MATRIX SPIKE ORICINAL
Lab sampLe id R012132-11 Lab sampie Id R12if13-01 Client sawp1  id 111470

Dept sample id 7397-011 Dept sample Id 797-1f Location/Matrix 105F Art SOLID
Received 12/21/00 Collected 12/19/00 aJQ
K solids 9.47 Custody/SAF No B0M30-01 m01-030

SPIKE 2a ERR MDA ROL OLA.1- ADDED 24 ERR ORIGINAL 20 ERR REC 30 LMS PROTOCOL
ANALYTE pCi/u (COIT) pCI/S pCt/g FIERs TES! pCI/g pCi/g PCI/B (COUNT) % (TOTAL) LIMITS

Tritium 49.2 2.5 0.58 400 J H 49.6 2.0 0-25 0.069 98 82-ll 60-140

105-F Rx Phase IV Upper Fitt & Soft

OC-MHS1 37091

MATRIX 1PIE28
pag. 1

SUMMARY DATA SECTION

Page 12

000oo030

Lab Id TMAN
Protocol Honfgrd.
Version Vr 1.0

Fampfl DVD±MI
Verelom 3.06

Report date 01/11101



Date:
To:
From:
Project:
Subject:

19 February 2001
Bechtel Hanford Inc. (technical representative)
TechLaw, Inc.
105-F Rx Phase IV Upper Fill and Soil Sampling
Inorganics - Data Package No. H1 193-LVI (SDG No. H1 193)

This memo presents the results of data validation on Data Package No. H1 193-LVI
prepared by Lionville Laboratory Incorporated (LVI). A list of samples validated
along with the analyses reported and the method of analysis is provided in the
following table.

Sample ID Sample Dote M Md:: ValIdMiont A-as

B11470 12/19/00 Soil C See note 1

811471 12/19/00 Soil C See note I

811472 12/19/00 Soil C See note 1

B11473 12/19/00 Soil C See note 1

B11474 12/19/00 Soil C See note 1

811475 12/19/00 Soil C See note 1

.B11476 12/19/00 Soil C See note 1
1- ICP metals - 6010B (barium and lead); mercury by 7471A; chromium VI by 7196A.

Data validation was conducted in accordance with the Bechtel Hanford
Incorporated (BHI) validation statement of work and "Sample and Analysis Plan for
105F and 105DR Phase Ill Below Grade Structures and Underlying Soils" (DOE/RL-
99-35). Appendices 1 through 6 provide the following information as indicated
below:

Appendix 1.
Appendix 2.
Appendix 3.
Appendix 4.
Appendix 5.
Appendix 6.

Glossary of Data Reporting Qualifiers
Summary of Data Qualification
Qualified Data Summary and Annotated Laboratory Reports
Laboratory Narrative and Chain-of-Custody Documentation
Data Validation Supporting Documentation
Additional Data Requested by Client

00000001



DATA QUALITY OBJECTIVES

" Holding Times

Analytical holding times for metals are assessed to ascertain whether the
holding time requirements were met by the laboratory. The holding time
requirements are as follows: Soil samples must be analyzed within six (6)
months for ICP metals, 30 days for chromium VI and 28 days for mercury.

All holding times were acceptable.

" Blanks

Preparation (Method) Blanks

At least one preparation blank, consisting of deionized distilled water processed
through each sample preparation and analysis procedure, must be prepared and
analyzed with every sample delivery group. In the case of positive blank
results, samples with digestate concentrations less than five times the
preparation blank value have had their associated values qualified as non-
detected and flagged "U". Samples with concentrations of greater than five
times the highest blank concentration do not require qualification.

In the case of negative blank results, if the absolute value exceeds the practical
quantitation limit (PQL), all nondetects are rejected and flagged "UR" and all
detects that are less than ten times the absolute value of the associated
preparation blank result are qualified as estimates and flagged "J". If the
absolute value of the negative preparation blank is greater than the instrument
detection limit (IDL) and less than or equal to the PQL, all nondetects are
qualified as estimates and flagged "UJ" and all detects less than ten times the
absolute value of the blank are qualified as estimates and flagged "J". If the
sample results are greater than ten times the absolute value of the preparation
blank, no qualification is necessary.

All preparation blank results were acceptable although the PQL was exceeded
for lead and chromium VI.

Field Blanks

No field blanks were submitted for analysis, therefore, no field blank results
were available for review.

00000002



e Accuracy

Matrix Spike

Matrix spike (MS) analyses are used to assess the analytical accuracy of the
reported data and the effect of the matrix on the ability to accurately quantify
sample concentrations. Matrix spike recoveries must fall within the range of
70% to 130%. Samples with a spike recovery of less than 30% and a sample
result below the IDL are rejected and flagged "UR". Samples with a spike
recovery of 30% to 69% and a sample result less than the IDL are qualified
"UJ". Samples with a spike recovery of greater than 130% or less than 70%
and a sample result greater than the IDL are qualified as estimates and flagged
"J". Finally, for samples with a spike recovery greater than 130% and a sample
result less than the IDL, no qualification is required.

All matrix spike results were acceptable.

" Precision

Laboratory Duplicate Samples

Analytical precision is expressed by the relative percent differences (RPD)
between the recoveries of matrix spike duplicate (MSD) analyses performed on
a sample in the analytical batch. Precision may alternatively be assessed using
unspiked duplicate analyses performed on a sample in the analytical batch. If
both sample and replicate activities (concentrations) are greater than five times
the PQL and the RPD is less than 30%, no qualification is required. If either
activity (concentration) is less than five times the PQL, the RPD control limit is
less than or equal to two times the PQL. If the RPD is outside the applicable
control limit, associated results are qualified as estimated detects or estimated
non-detects.

All laboratory duplicate results were acceptable.

Field Duplicates

One pair of field duplicate samples (B11475/B11476) were submitted for
analysis. The samples were compared using the same criteria as laboratory
duplicates. All field duplicate results were acceptable.

" Analytical Detection Levels

Reported analytical detection levels are compared against the PQLs to ensure that
laboratory detection levels meet the required criteria. All chromium VI results were
reported above the PQL. Under the BHI statement of work, no qualification is
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required. All other reported laboratory detection levels met the analyte specific
POL.

e Completeness

Data package No. H1193-LVI (SDG No. H1193) was submitted for validation and
verified for completeness. Completion is based on the percentage of data
determined to be valid (i.e, not rejected). The completion percentage was 100%.

MAJOR DEFICIENCIES

None found.

MINOR DEFICIENCIES

All chromium VI results were reported above the PQL.
work, no qualification is required.

Under the BHI statement of

REFERENCES

BHI, MRB-SBB-A23665, Validation Statement of Work, Bechtel Hanford
Incorporated, September 5, 1997.

DOE/RL-99-35, Sample and Analysis Plan for 105F and 105DR Phase Ill Below
Grade Structures and Underlying Soils.
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Appendix 1

Glossary of Data Reporting Qualifiers
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Qualifiers which may be applied by data validators in compliance with BHI
validation SOW are as follows:

U - Indicates the compound or analyte was analyzed for and not detected in
the sample. The value reported is the sample quantitation limit
corrected for sample dilution and moisture content by the laboratory.

UJ - Indicates the compound or analyte was analyzed for and not detected in
the sample. Due to a minor QC deficiency identified during the data
validation, the associated quantitation limit is an estimate.

J - Indicates the compound or analyte was analyzed for and detected. Due
to a minor QC deficiency identified during the data validation, the
associated concentration is an estimate, but the data are usable for
decision-making purposes.

BJ - Applied to inorganic analyses only. Indicates the analyte concentration
was greater than the IDL but less than the CRDL and is considered an
estimated value.

R - Indicates the compound or analyte was analyzed for, detected, and due
to an identified major QC deficiency, the data are unusable.

UR - Indicates the compound or analyte was analyzed for and not detected in
the sample. Additionally, the data is unusable due to an identified major
QC deficiency.

NJ - Indicates presumptive evidence of a compound at an estimated value.
The data may not be valid for some specific applications (i.e., usable for
decision-making purposes).

N - Indicates presumptive evidence of a compound. The data may not be
valid for some specific applications (i.e., usable for decision-making
purposes).
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Appendix 2

Summary of Data Qualification
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DATA QUALIFICATION SUMMARY

00000008

SDG: H1193 REVIEWER: DATE: 2/19/01 PAGE.JOF_1_
TLI

ICOMMENTS: No qualifiers assigned



Appendix 3

Qualified Data Summary and Annotated Laboratory Reports
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INORGANIC ANALYSIS, SOLID MATRIX, MG/KG

Project: BECHTEL-HANFORD
Ltboretory: LVI
Ce. ISDG: R14193
Sanple Number B11470 811471 811472 811473 B11474 B11475 B11476
Remrarks Duplicate
SanpleData 12/19/00 12119100 12119/00 12/19100 12119100 12/19/00 _ 12/19/00
Inorgaes TDL RemiLt Q Reit Q Romi Q Remlt a mit 0 Remilt a Result I ReMt a Result IQ
Barium 69.6 72.0 89.2 72.0 74.1 79.4 74.61
Mercury 0.08 0.02 U 0.34 0.02 U 0.02 U 0.02 U 0.02 U 0.02 U
Lead 20 3.8 5.5 5.5 3.8 2.9 _ 5.0 4.2
Chromum Vi 0.1 0.42 U 0.44 U 0.43 U 0.42 U 0.43 U 0.43 U 0.43 U

Laboratory applied non-detect qualifiers "U" have been included in this table to mikniie miss-interpretation of results. All other qualifiers shown were applied during validation.
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Laboratory Narrative and Chain-of-Custody Documentation
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Analytical Report

Client : TNU-HANFORD BO1-030 H1193 W.O. # : 10985-001-001-9999-00
RFW# : 0012L634 Date Received: 12-21-00

INORGANIC CASE NARRATIVE

As of 27 January 2001, Recra Labtet Philadelphia became Lionville Laboratory Inc.
Some forms may still reference Recra LabNet Philadelphia.

1. This narrative covers the analyses of 7 soil samples.

2. The samples were prepared and analyzed In accordance with the methods checked on the
attached glossary.

3. Sample holding times as required by the method and/or contract were met,

4, The cooler temperature was recorded on the chain-of-custody.

5. The method blank for Chromium VI was within method criteria.

6. The Laboratory Control Samples (LCS) for Chromium VI were within the laboratory
control limits.

7. The matrix spike recoveries for Chromium VI were within the 75-125% control limits.

8. The replicate analyses were within the 20% Relative Percent Difference (RPD) control
limit.

9. Results for solid samples are reported on a dry weight basis.

10. I certify that this sample data package is in compliance with SOW requirements, both
technically and for completeness, other than the conditions detailed above. Release of
the data contained in this hard copy data package has been authorized by the Laboratory
Manager or a designee, as verified by the following signature.

J. Michael Taylor Da
VP, Laboratory General Manager
Lionville Laboratory

2; onadi pnad is ft apAi st ly to Mdi .msI$u muag ant coniac of 6c sen at zcd and dad swap. As pse of thi apot -
iMqni pads of Vic a=bS dat. Tbletao, 210 rePsh a*l be mprbuad i ta eaq 1e pnip

20S Welih Pool Road Lionvlle, PA 19341-1333 - (610) 240-G P ax (610) 230-3041
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1 VL I

Analyna luport

Client: TNU-HANFORD B01-030 W.O.#: 10985-001-001-9999-00
RFW#: 0012L634 Date Received: 12-21-00
SDG/SAF#: H1193/B01-030

METALS CASE NARRATIVE

1. This narrative covers the analyses of 7 soil samples.

2. The samples were prepared and analyzed in accordance with methods checked on the
attached glossary.

3. All analyses were performed within the required holding times,

4. The cooler temperature has been recorded on the Chain of Custody.

5. All Initial and Continuing Calibration Verifications (ICV/CCVs) were within the 90-110%
control limits (80-120% for Mercury).

6. All Initial and Continuing Calibration Blanks (ICB/CCBs) were within control limits (ess
than the PQL).

7. All preparation/method blanks (MB) were wfthio method criteria (less thaii the Practical
Quantitation Limit (3X the IDL), or samples greater than 20X MB value). Refer to the
Inorganics Method Blank Data Summary,

8. All ICP Interference Check Standards were within control limits.

9. All laboratory control samples (LCS) were within the 80-120% control limits. Refer to the
Inorganics Laboratory Control Standards Report.

10. All matrix spike (MS) recoveries were within the 75-125% control limits. Refer to the
Inorganics Accuracy Report

11. All duplicate analyses were within the 20% Relative Percent Difference (RPD) control
limits. Refer to the Inorganics Precision Report.

12. For the purposes of this report the data has been reported to the Instrument Detection Limit
(IDL). Values between the IDL and the Practical Quanttation Limit (PQL) are acquired in
a region of less-certain quantification.

mnali pene IANwkaaudms. Sl m. .h nuiysi hsdna and .a.ln aftSom*.e .t mgeuipt atd duMlg SeptMgo. A cthgseft taeltenE flupsi pet df

rho.Ma .. nogww., ., e ~a~fr neSwSdm. ar i A pa

R0 Welsh Pool Road - Loqrnille, PA 19341-1323 - (610) 280-000 * Pax (Gig) 3104041

00000015



Received: 16Feb.01 06:02 PM From: UnknownSender To: 2087238944

FEB 16 '01 03:58PM BHI S&D MAfGEMENT 509 372 9487

Powered byAFax.comn

13. 1 certit that this sample data package is in complianoe with SOW requirements, both
technically and for completeness, other thn the conditions detailed above. Release of the
data contained in this hard-copy data package has been authorized by the Laboratory
Manager or a designee, as verified by the following signature.

14. As of January 27, 2001, Rias LabNet Philadelphia became Lionville Laboratqry Inc.
Some forms may still reference Rcra LabNet Philadelphia.

J. Michael Taylor
President
Lionville Laboratory, Inc.
jwhM12-454

Date
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Data Validation Supporting Documentation
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WHC-SD-EN-SPP-002, Rev. 2

INORGANIC ANALYSIS DATA VALIDATION CHECKLIST

1. DATA PACKAGE COMPLETENESS AND CASE NARRATIVE
Is technical verification documentation present? . . . . . . . Yes
Is a case narrative present? . . . . . . . . . . . . . . . . .
Coments:

No

No

A
N/A

2. HOLDING TINES

Are sample holding times acceptable? . . . . . . . . . . . . No N/A

Comments:

00000020

VALIDATION A B D E
LEVEL:

PROJECT: Ivo FrZX Tt I \ DATA PACKAGE: i 19 3
VALIDATOR: L LAB: It DATE: Z/ 7 /I
CASE: 1D1: ,1/3

ANALYSES PERFORMED
0 cLPAcP 0 CLPIPAA 0 cLiMe 0 CaLPyse a

446 0 W0A 0 SW-SIPA r4w. 0WM

SAMPLES/MATRIX g 7 9)147/ #3/j/72 CI I q73
d /q 7t j/975 5I/y74



WHC-SD-EN-SPP-002. Rev. 2

INORGANIC ANALYSIS DATA VALIDATION CNECKLIST

3. INSTRUMENT PERFORMANCE AND CALIBRATIONS
Were initial calibrations performed on all instruments?

Are initial calibrations acceptable? . . . . . . . . .
Are ICP interference checks acceptable? . . . . . . . .
Were ICY and CCV checks performed on all instruments?
Are ICV and CCV checks acceptable? . . . . . . . . . .

Coments:

4. BLANKS

Were 1CB and CCB checks performed for all applicabl

Are ICB and CCB results acceptable? . . . . . . . .

Were preparation blanks analyzed? . . . . . . . . .
Are preparation blank results acceptable? . . . ..

Were field/trip blanks analyzed? . . . . . . . . .
Are field/trip blank results acceptable? . . . . .
Coments: tN \,.-, VL ?.

,4) fFS

.... Yes
* . . . Yes

. . . . Yes
* . . . Yes

. . . . Yes

e analyses? Yes
Yes

Ye
Yes
Yes

.P ..hL .

5. ACCURACY

Were spike samples analyzed? . . . . . . . . . . . . . . . . . No H/A

Are spike sample recoveries acceptable? . . . . . . . . . . . . No N/A

Were laboratory control samples (LCS) analyzed? . . . . . . . . Yes No
Are LCS recoveries acceptable? . . . . . . . . . . . . . . . . Yes No
Comments:

No

No

No

No

No

No
No

No

No

No

N/A
N/A
N/A

N/

N/A

N/A
N/A

0 0 0 0 0



WHC-SD-EN-SPP-002, Rev. 2

INORGANIC ANALYSIS DATA VALIDATION CHECKLIST

6. PRECISION
Were laboratory duplicates analyzed? . . . . . . . . .

Are laboratory duplicate samples RPD values acceptable?

Were 1CP serial dilution samples analyzed? . . . . . .
Are ICP serial dilution *0 values acceptable? . . . . .
Are field duplicate RPD values acceptable? . . . . . .
Are field split RPO values acceptable? . . . . . . . .
Comments: ,4- TA)

* . . . Yes
S. . .Yes
* . . . Yes

. . . . Yes

7. FURNACE AA QUALITY CONTROL
Were duplicate injections performed as required? . . . . . . . Yes
Are duplicate injection %RSD values acceptable? . . . . . . . . Yes
Were analytical spikes performed as required? . . . . . . . . . Yes
Are analytical spike recoveries acceptable? ... .......... Yes
Was NSA performed as required? . . . . . . . . . . . . . . . . Yes

Are NSA results acceptable? . . . . . . . . . . . . . . . . . . Yes

Comments:

8. REPORTED RESULTS AND DETECTION LIMITS
Are results reported for all requested analyses? . . . . . . . es'No N/A

Are all results supported in the raw data? . . . . . . . . . . Yes No A
Are results calculated properly? . . . . . . . . . . . . . . . Yes No

Do results meet the CRDLs? . . . . . . . . . . . . . . . . . . Yes /A
Comments: (}L CY '1U. ear

00 UU 2

No

No

No
No

No
No

No

No

No

No

No

No

N/A
NJA

N/A
N/A
N/A
N/A
N/A

N/A
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Date: 19 February 2001
To: Bechtel Hanford Inc. (technical representative)
From: TechLaw, Inc.
Project: 105-F Rx Phase IV Upper Fill and Soil Sampling
Subject: PCB - Data Package No. H1 193-LVI (SDG No. H1 193)

INTRODUCTION

This memo presents the results of data validation on Summary Data Package No.
H1 193-LVI prepared by Lionville Laboratory Incorporated (LVI). A list of the
samples validated along with the analyses reported and the method of analysis is
provided in the following table.

Sample Sampleate Mei: C PCsAby..

B11470 12/19/00 Soil C PCBs by 8082

B11471 12/19/00 Soil C PCBs by 8082

B11472 12/19/00 Soil C PCBs by 8082

B11473 12/19/00 Soil C PCBs by 8082

Bi 1474 12/19/00 Soil C PCBs by 8082

B11475 12/19/00 Soil C PCBs by 8082

81 1476 12/19/00, Soil C -PCBs by 8082

Data validation was conducted in accordance with the Bechtel Hanford
Incorporated (BHI) validation statement of work and "Sample and Analysis Plan for
105F and 105DR Phase IlIl Below Grade Structures and Underlying Soils" (DOE/RL-
99-35). Appendices 1 through 5 provide the following information as indicated
below:

Appendix
Appendix
Appendix
Appendix
Appendix

1.
2.
3.
4.
5.

Glossary of Data Reporting Qualifiers
Summary of Data Qualification
Qualified Data Summary and Annotated Laboratory Reports
Laboratory Narrative and Chain-of-Custody Documentation
Data Validation Supporting Documentation
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DATA QUALITY OBJECTIVES

" Holding Times

Sample data were assessed to ascertain whether the holding time requirements
were met by the laboratory. The holding time requirements are as follows: Soil
samples must be extracted within 14 days of the date of sample collection and
analyzed within 40 days from the date of extraction.

If holding times are exceeded by less than two times the limit, all associated
sample results are qualified as estimates and flagged "J" for detects and "UJ"
for non-detects. If holding times are exceeded by greater than two times the
limit, all associated detected sample results are qualified as estimates and
flagged "J" and all non-detects are rejected and flagged "UR".

All holding times were acceptable.

" Method Blank

Method blank analyses are performdd to determine the extent of laboratory
contamination introduced through sampling, sample preparation or analysis. At
least one method blank analysis must be conducted for every 20 samples.
Method blanks should not contain target compounds at a concentration greater
than practical quantitaion limit (PQL). If target compounds are present, sample
results less than five times the blank concentration are qualified as undetected
and flagged "U". If the sample result is less than five times the blank
concentration and less than PQL, the result is qualified as undetected and
elevated to the PQL.

All method blank target compound results were acceptable.

Field Blanks

No field blanks were submitted for analysis, therefore, no field blank data was
available for review.

* Accuracy

Matrix Spike-

Matrix spike analyses are used to assess the analytical accuracy of the reported
data and the effect of the matrix on the ability to accurately quantify sample
concentrations. Matrix spike analyses are performed in duplicate and must be
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within control limits of 70% to 130%. If spike recoveries are outside control
limits, detected sample results less than five times the spike concentration are
qualified as estimates and flagged "J". Non-detected sample results with spike
recoveries outside control limits are qualified as estimates and flagged "UJ".
Sample results greater than five times the spike concentration require no
qualification.

Due to a matrix spike recovery of 134%, all aroclor results in samples B11470,
B11472, B11473, B11474 and B11475 were qualified as estimates and flagged

All other matrix spike results were acceptable.

Surrogate Recovery

The analysis of surrogate compounds provides a measure of performance for
individual samples. Matrix-specific surrogate compound recovery control
windows have been established by the laboratory. When a surrogate compound
recovery is outside the control window, all positively identified target
compounds associated with the unacceptable surrogate recoveries are qualified
as estimates and flagged "J". Non-detected compounds with surrogate
recoveries less than the lower control limit are qualified as having an estimated
detection limit and flagged "UJ". Non-detected compounds with surrogate
recoveries above the upper control limit require no qualification.

All surrogate recovery results were acceptable.

* Precision

Matrix Spike/Matrix Spike Duplicate Samples

Matrix spike/matrix spike duplicate results provide matrix-specific information on
the precision of the method for specific target compound classes. Precision is
expressed as the relative percent difference (RPD) between the recoveries of
duplicate matrix spike analyses performed on a sample. For soil samples,
results must be within RPD limits of plus/minus 30%. If RPD values are out of
specification and the sample concentration is less than five times the spike
concentration, all associated detected sample results are qualified as estimates
and flagged "J". If RPD values are out of specification and the sample
concentration is greater than five times the spike concentration, no qualification
is required.
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Due to a matrix spike/matrix spike duplicate RPD outside QC limits (36%), all
aroclor results in samples B1i1470, B11472, B1i1473, 811474 and B11475
were were qualified as estimates and flagged "J".

All other matrix spike/matrix spike duplicate precision results Were acceptable.

Field Duplicate Samples

One pair of field duplicate samples (samples B11475/B11476) were submitted
to LVI for analysis. The duplicate sample results were compared using the
validation guidelines for determining the RPD between a sample and its
duplicate. All field duplicate results were acceptable.

" Analytical Detection Levels

Reported analytical detection levels are compared against the 105-F/DR PQLs,
to ensure that laboratory detection levels meet the required criteria. All reported
laboratory detection levels met the analyte specific PQL.

" Completeness

Data Package No. H1 193-LVI (SDG No. H1 193) was submitted for validation
and verified for completeness. Completeness is based on the percentage of
data determined to be valid (i.e., not rejected). The completion percentage was
100%.

MAJOR DEFICIENCIES

None found.

MINOR DEFICIENCIES

Due to a matrix spike recovery of 134%, all aroclor results in samples 811470,
811472, B11473, 811474 and 811475 were were qualified as estimates and
flagged "J". Due to a matrix spike/matrix spike duplicate RPD outside QC limits
(36%), all aroclor results in samples 611470, 811472, B11473, B11474 and
B1 1475 were were qualified as estimates and flagged "J". Data flagged "J" is an
estimate, but under the BHI validation SOW, the data may be usable for decision-
making purposes. All other validated results are considered accurate within the
standard error associated with the methods.
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Appendix 1

Glossary of Data Reporting Qualifiers
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Qualifiers which may be applied by data validators in compliance with the
procedures herein are as follows:

U - Indicates the compound or analyte was analyzed for and not detected in
the sample. The value reported is the sample quantitation limit
corrected for sample dilution and moisture content by the laboratory.

UJ - Indicates the compound or analyte was analyzed for and not detected in
the sample. Due to a minor QC deficiency identified during the data
validation, the associated quantitation limit is an estimate.

J - Indicates the compound or analyte was analyzed for and detected. Due
to a minor QC deficiency identified during the data validation, the
associated quantitation limit is an estimate.

R - Indicates the compound or analyte was analyzed for, detected, and due
to an identified major QC deficiency, the data are unusable.

UR - Indicates the compound or analyte was analyzed for and not detected in
the sample. Additionally, the data is unusable due to an identified major
QC deficiency.

NJ - Indicates presumptive evidence of a compound at an estimated value.
The data may not be valid for some specific applications (i.e., usable for
decision-making purposes).

N - Indicates presumptive evidence of a compound. The data may not be
valid for some specific applications (i.e., usable for decision-making
purposes).
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Appendix 2

Summary of Data Qualification
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DATA QUALIFICATION SUMMARY

QootU009

SDG: H1193 REVIEWER: TLI DATE: 2/19/01 PAGE_1VOF_1_

COMMENTS:

COMPOUND QUALIFIER SAMPLES AFFECTED REASON

All UJ B11470, B11472, MS recovery
B11473, B11474
B11475

All UJ B11470, B11472, RPD
B11473, B11474

I__ _ _ _ _ _ I______B11475 I -------- __



Appendix 3

Qualified Data Summary and Annotated Laboratory Reports
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PCB ANALYSIS, SOLID MATRIX, UG/KG

Projaet: BECHTEL-HANFORD
Laboratory: LVI
CAe ISDG: H11193

Page__1 of_1

Sample Number 611470 B11471 B11472 B11473 B11474 B11475 B11476
Remarks Duplicate
Sample Dat. 12/19/00 12/19100 12/19/00 12/19/00 12/19/00 1 2/19100 12/19/00
PCB PQL Result Q Result Q Result Re"t IQ Resit Q ReGIt Result Q Result Q Resut Q Result Q
Aroclar-1016 100 35 UJ 36 U 36 UJ 351UJ 35 W 35 W 36 U
Aroclor-1221 100 70 UJ 69 U 71 W 71 W 71 UJ 71 UJ 71 U
Arodor-1232 100 35 UJ 35 U 36 W 35 UJ 35 W 35 UJ 30 U
Aroolr-1242 100 35 W 35 U 36 UJ 35 W 36 UJ 35 UJ 36 U
Arodor-1 248 100 35 UJ 35 U 36 UJ 35 UJ 35 UJ 35 UJ 36 U
Arockl-1 254 100 35 UJ 35 U 36 UJ 35 W 35 W 35 UJ 36 U
ArocIor-1260 100 35 UJ 35 U 3 W 35W 35 W 35 UJ 36 U

Laboratory applied non-detect qualifiers 'U* have been included in this table to minkize miss-interpretation of results. All other qualifiers shown were applied during validation.

c
C
C
C
C
0D



RFM Batch Nunter: 0012L&34

Lionvi i Laboratory Inc.
PCBs by GC Report Date: 01/29/01 21:43

Client: 7NFMUrO 311-030 mU13 Work Order: 10985001001 P4aoe: 1 C

Sample
Information

Cust ID:

Rfl#:
Matrix:

D.P.:
Units:

311470

001
SOIL

1.00
UG/KG

B11470

001 Ns
SOIL

2.00
UG/KG

311470

001 MSD
SOIL

1.00
M/EG

B11471

002
SOIL

1.00

t/Nfl

211471

002 10
SOIL

1.00
UG/1M

a11471

002 31D
SOIL

1.00
n/EG

Surrogate: Tetrachloro-m-xylene 88 t 90 t 85 t 98 t 95 % 92 t

Decachlorbiphenyl 80 W 81 % 76 W 96 1 91 % 94 t
=====-- ----..----- ----- - =--1 -==== 1-=t f------- 1=---- - -f1 = ----- ===f 1

Aroclor-1016
Aroclor-1221
Aroclor-1232
Aroclor-1242
Aroclor-1248
Aroclor-1254
Aroclor-1260

C
C
C
CD Sample

(Minformation

CD

N

Cust ID:

RFW#: -
Matrix:

D.F.:
units:

35 U 
70 U
35 U
35 U
35 U
35 U
35 U

311472

003
SOIL

1.00
OG/KG

35 U
70 U
35 U
35 U
35 U

134 T
35 U

811473

004
SOIL

1.00
Ug/G

35 U
70 U
35 U
35 U
35 U

93 %
35 U

311474

005
SOIL

1.00
W/1M

35 U
69 U
35 U
35 U
35 U
35 U
35 U

811475

006
SoM

1.00
US/G

34
69
34
34
34

105
34

U
U
U
U
U

U

35
71
35
35
35

as
35

U
U
U
U
U

U

311476 VILL

007
SOMh

1.00
DG/as

CONlfll,-331
SOIL

1-00
UG/KG

Surrogate: Tetrachloro-u-xylene 90 k 70 % 82 t 85 1 80 t 82 %
Decachlornbiphenyl 89 W 72 1 83 1 86 V 80 1 89 t

.===-- ----- -==f 1-------1=- = ----- -=== -"-- El

Aroclor-1016 36 Ut3 35 UCf 35 U 35 UT 36 U 33 U

Aroclor-12221 71 U 71 U 71 U 71 U 71 U 67 U
.Aroclor-1232 36 0 35 U 35 U 35 U 36 U 33 U

Aroclor-1242 36 U 35 U 35 U 35 U 36 U 33 U

Aroclor-1248 36 U 35 U 35 U 35 U 36 U 33 U
Aroclor-1254 36 U 35 U 35 U 35 U 36 U 33 U

Aroclor-1260 36 U 35 U 35 U 35 U 36 U 33 U

U= Analyzed, not detected. J- Present below detection limit. B- Present in blank. MR= Not reported. NS- Not spiked.

V- Percent recovery. D- Diluted out. r Interference. NA- Not Applicable. *- Outside of EPA CLP QC

4*y44
C)

a:



RPiF batch Number: 0012L34

3L1avrille Leboratory Inc.
PCBs by GC Report Date: 01/29/01 21:43

Client: TUVEUI0D 301-030 f153 tark Crdert i9 CiOiPe 2

Cust ID: NBLfLL 39 PLI.M B

Sample
Information

RFMR:
Matrix:

I.F.:
unit s:

005L1699-m31
SOIL

1.00
09/=G

01LM0604-SBL 01L.3004-M1
SonL SOIL

1.00 1.00
Ui/KG UG/1G

5
8
iii
S

II,

AI
a
C
C.

CD
C0
C0

U- Analyzed. not detected. a- Present below detection limit. B= Present in blank. 32= Not reported. NS= ot spiked.
t1 Percent recovery. D- Diluted out. I= Interference. NA= Not Applicable. *- Outside of EPA CLP OC

I-

Surrogate: Tetrachloro-s-xylene 85 t 55 1 85 t
Decachlortiphenyl 86 W 85 v 85 !

... . . . ... . . . . . .fln.......... n =... a.=.n.f..2 -...... =rf1....- l....... f1 .

Aroclor -1016 33 U 33 U 33 U
Aroclor-1221 67 U 67 U 67 U
Aroclor-1232 33 U 33 U 33 U
Aroclor-1242 33 U 33 0 33 U
Aroclor-1248 33 0 33 U 3
Aroclor -1254 94 t 33 U 77 1
Aroclor-1260 33 U 33 U 33 U

IiEl
b u.

I-

IL
Cr)

0~
CI ,-q

-w
o -~
4em
IJ-w
cdLa~

t

I

Client: TALIBUnranD BOI-030 91121 W'bx-k Orejert 10'18,A301tDO1 RMOR! 2



Appendix 4

Laboratory Narrative and Chain-of-Custody Documentation
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Received: 16.Feb.01 06:02 PM From: UnknownSender To: 2087238944 Powered by AFax.com Page: 2 of 37

FEB 16 '01 03:55PM BHI S&D IMAGEEINT 59 372 9487 P.2/37

0 VLI
Analytial Rprt

Client TNU HANFORD BOI-030 W.O. 10985-001-001-9999-00
PFW: 0012L634 Date Received: 12-21-00

SDG/SAF#: H1193/B01-030

PCB

The set of samples consisted of seven (7) soil samples collected on 12-19-00.

The samples and their associated QC samples were extracted on 12-28-00, 01-02.01 and analyzed-
according to Lionville Laboratory OPs based on SW846, 3rd Edition procedures on 01-12-01. The
extraction procedure was based on method 3540 and the extracts were analyzed based on method 8082 for
Aroclors only.

The following is a summary of the QC results accompanying the sample results and a description of any
problems encountered during their analyses:

1. The cooler temperature has been recorded on the chain-of-custody.

2. All required holding times for extraction and analysis have been met.

3. The samples and their associated QC samples received a sulfrrlc acid.

4. All method blanks were below the reporting limits for all target compounds.

5. All surrogate recoveries were within acceptance criteria.

6. All blank spike recoveries were within acceptance criteria.

7. All matrix spike recoveries were within acceptance criteria.

8. Al Initial calibrations associated with this data set were within acceptance criteria.

9. All continuing calibration standards analyzed prior to sample extracts were within acceptance
criteria.

10. As of January 27, 2001. Recra Labnet Philadelphia became Lionville Laboratory Incorporated.
Some forms may still reference Reoa Labnct Philadelphla.

fl cmadh pSIdahkdeutvSa"nIybWi' MhMlA g .ndAedicki ofUn MapMssApctd dtngMap. AV pu f.hM-IsMp .MI pot fl. .hdodyk
daba Thaeie . tisrepclowtS upely W..'S Huad nlsile yof II pagu.

20 Welsh Pool Road -Llonvillh, PA 10341-1223. (610) 280-s000 W Paz (MIG) 260-041
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Received: 16.Feb.01 06:02 PM From: UnknownSender To: 2087238944

FEB 16 '01 03t55PM EHI S&D MANAtGEMENT 509 372 9487

Powered by AFax.com Page: 3 of 37

P. 3/37

11. I certify that this sample data package is in compliance with SOW requirements, both technically
and for completeness, other than the conditions detailed above, Release of the data contained in
this hard-copy data package has boon authorized by the laboratory Manager or a designee, as
verified by the following signature.

J. Michael Taylor
President
Lionville Laboratory Incorporated
pdr~wgo94*A2L4.pfl

a0t-e-
1

Date
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Received: 16Feb.01 06:02 PM From: UnknownSender To: 2087238944

FEB 16 '01 04:08PM BHI S&D rlPEENT 509 372 9487

Powered by AFax.com Page: 25 of 37

P. 25/37
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Appendix 5

Data Validation Supporting Documentation
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WHC-SD-EN-SPP-002, Rev. 2

PESTICIDE/PCB DATA VALIDATION CHECKLIST

VALIDATION A 8 D E
LEVEL:

PROJECT: /05 -F KK PM IL} DATA PACKAGE: H1/9-3
VALIDATOR: V4 LAB: J X/ DATE: 2/17/o

CASE: SOG: /

ANALYSES PERFORMED

0 CstLPS 0 SW-M 3;30 08W-Ste 0oS1 \f0l 0 3

SAMPLES/MATRIX . 11 d9-7o 7 I q 7 ?. I 4511

Ali 7 c( USI/V75 (147(

1. DATA PACKAGE COMPLETENESS AND CASE NARRATIVE

Is technical verification documentation present? . . . . . . . Yes No /A

Is a case narrative present? . . . . . . . . . . . . . .. . No N/A

Comments:- - -

2. HOLDING TIMES

Are sample holding times acceptable? . . . . . . . . . . . . .. No

Coments:
N/A

3. INSTRUMENT PERFORMANCE AND CALIBRATIONS
3.1 INSTRUMENT PERFORMANCE (METHOD 8080 AND 8081)
Are DDT retention times acceptable . . . . . . . . . . . . . . Yes No N/A
Are calibration standard retention times acceptable? . . . . . Yes No N/A

Are DDT and endrin breakdowns acceptable? . . . . . . . . . . . Yes No NA
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WHC-SD-EN-SPP-002, Rev. 2

PESTICIDE/PCB DATA VALIDATION CHECKLIST

Are DBC retention times acceptable? ..... .............. Yes

Is the GC/MS tuning/performance check acceptable? . . . . . . . Yes

Comments:

3.2 CALIBRATIONS (METHOD 8080 AND 8081)

Are EVAL standard calibration factors and
%RSD values acceptable? . . . . . . . . . . . . . . . . . Yes

Are quantitation column calibration factor
%RSD values acceptable? . . . . . . . . . . . . . . . . . Yes

Were the analytical sequence requirements met? . . . . . . . . Yes

Are continuing calibration %D values acceptable? . . . . . . . Yes

Comments:

3.3 INSTRUMENT PERFORMANCE AND INITIAL CALIBRATION (3/90 SOW)
Was the initial calibration sequence performed? . . . . . . .
Was the resolution acceptable in the resolution check mix?

Is resolution acceptable in the PEM, INDA and INDB? . . . . .
Are DDT and Endrin breakdowns acceptable? . . . . . . . . . .
Are retention times in PEMs and calibration mixes acceptable?
Are RPD values in the PEMs acceptable? . . . . . . . . . . .
Are %RSD values acceptable? ..... .................
Comments:

. Yes

. Yes

. Yes
. Yes
. Yes
. Yes
. Yes

3.4 CALIBRATION VERIFICATION (3/90 SOW)

Were the analytical sequence requirements met? . . . . . . . . Yes
Is resolution acceptable in the PEMs? . . . . . . . . . . . . . Yes

--Are initial calibrations acceptable? . . . . . . . . . . . . . Yes

00000021

No /A
No N/A
No /A

No

No

No N/

No N/A
No N/A
No N/

41/
14/

N/A
N/A
N/A
N/A

No
No
No
No
No
No
No



.- u-LIn-rr-uut, itev. z

PESTICIDE/PCB DATA VALIDATION CHECKLIST

Are retention times acceptable in the
PEMs, INDA and INDB mixes? . . . . . .

Are RPD values in the PENs acceptable? . . .

Are the DDT and endrin breakdowns acceptable?

Was GPC cleanup performed? . . . . . . . . .
Is the GPC calibration check acceptable? . .
Was Florisil cleanup performed? . . . . . . .
Is the Florisil performance check acceptable?

Comments:

4. BLANKS

Were laboratory blanks analyzed? . . . .

Are laboratory blank results acceptable?

Were field/trip blanks analyzed? . . . .

Are field/trip blank results acceptable?
Comments:

5. ACCURACY
Were surrogates analyzed? . . . . . . .
Are surrogate recoveries acceptable? .
Were NS/MSD samples analyzed? . . . . .

Are MS/MSD results acceptable? . . . .
Were LCS samples analyzed? . . . . . .
Are LCS results acceptable? . . . . . .
Comments: /45 j )o -

. . . . . . . . . . . e No N/A

S. . . . . . . . . . !es No N/A

.. . . . . . . . . . Yes o 'N/A
. . . . . . . . . . . Yes No

AjO C- V(

.. . . . . . . . . . . Yes

.. . . . . . . . . . . Yes
. . .. I. . . . . . .. Yes

70 '-12,'7 , 7-. -7 j

No

No

No

00
No

No

N/A
N/A
N/A
N/A

/A

0 0 00002 2

Yes
Yes
Yes
Yes
Yes
Yes
Yes

No

No

No

No

No

No

No

N/

N/NI
N/A

NIA

. .

. .

. .

. .

. .

...

. .



WHC-SD-EN-SPP-002. Rev. 2

PESTICIDE/PCB DATA VALIDATION CHECKLIST

6 PRECISION
Are MS/MSD RPD values acceptable? . . . . . . . . . . . . . . . Yes (:i
Are laboratory duplicate results acceptable? . . . . . . . . . Yes No N/A
Are field duplicate RPD values acceptable? . . . . . . . . . . No 'NA
Are field split RPD values acceptable? . . . . . . . . . . . . Yes No N A
Comments: '(*O (2Vt -cti' Lac

7. SYSTEM PERFORMANCE

Is chromatographic performance acceptable? ... . . . . . . . . Yes
Are positive results resolved acceptably? . . . . . . . . . . . Yes
Comments:

8. COMPOUND IDENTIFICATION AND qUANTITATION

Is compound identification acceptable? . . . . . . . . . . . . Yes
Is compound quantitation acceptable? . . . . . . . . . . . . . Yes
Comments:

No

No N

No
No

9. REPORTED RESULTS AND QUANTITATION LIMITS
Are results reported for all requested analyses? . . . . . . 6 ) No
Are all results supported in the raw data? . . . . . . . . . . Yes No
Do results meet the CRQLs? . . . . . . . . . . . . . . . . ..Yes ( )
Comments: \2-1 - ,,-U

N/A

N/A

000uuU23



Review Comment Record RCR) 1. Date 2. Review No.

2/20/01 BHI/QA1002

3. Project 4. Page

105-F Page I of 2

5. DocumentNumb(s)ite(s) 6. PogranPrject/ 7. Reviewer S. Organizatdonktoup 9. Location/Phone
Building'Number w

SDGNo.: Hi 193 105-F Ax Phase IV Claude StacRy BHI/QA U0-16372-9208
Upper Fill and Soil
Sampling W

17. CountS Submitu Appnw: 10. Agmns wifth indiead comm dispakiou(s) I. CLOSED

orsnu-a(onpMzNl) (O___AMM4 RCViMWeifir nAIC l A VhwnFfr0o(

12. 13. Comment(syDiscrepncy(s) (Provide technical justification for the 14.
Item comment and detailed recommnendation of the action required to comcV Hold 16.

resolve the discrvicy/problem indicated.) Point 15. Dispastion (Providejustication ifNOT accepted.) Status W
I PCBs: Page 004, Field Daplicate Smaples and Completeness refers to RLN.

Rest of data package report refers to tshe labs new tame LVL

2 iCBs: Page 004 and 005 slates detection limit for Arocar 1221 was
eceeded. Sample and Analysis Phu ha the PQL at 0.1 mg/kg (100 ug/Ic);
ibercfoe, PQL for 1221 wasn't exceeded.

3 PC~r. 'The Data Smamary Report has the detection limits for the Arociors as
so -g/k; wherehu, the sampling plan has 100 ugClqz

-- 4- Inargnie;-Pap 010-has deection limits far Hg and Pbas 0.05 nd42 - - - - - -

respecivey; whereas, the sumplig plan has the detection limits at 0.03 and
20 respectively. ____________________________

5 Radiochemistry: Page 01, ltrodsctioa fkit sentence has data package
number as HI 193-. This should be H 193-ES.

6 Radichemistr page 004, References has te samping and analysis plan as
DOJIRL-96-22. This should be DO/RIL-99-35, Rev., "Sample and
Analysis Plan for 105F and 105DR Phase I Below Grade Structues and!
Undlarfying SoIL."N N



Review Comment Record (RCR) 1. Dole I Riew/Q No.

2/20/01 BHI/QAt002

3. Project 4. Page

105-F Page 2 of 2

12. 13. Comment(s)icrepancy(s) (Provide technical justification for the 14.
ilom comma!e and detailed recommendation of the action required to correc t  Hold 16.

resoie she disaqm ocyroblem indicated.) Point 15. Disposition (Providejuwificatioo if NOT accepted.) Status
7 Radiocdmzilry: pop 003 and 004, Detection Lhbiis stales the PQLs was

cceeded fir Bu-155 in samples B11472. This should be the PQL for Eu-
154 was exceeded for sample B11472.

7 Page 010, Co-60 forsamabe B11471 shows resuk as 0.04. Thisshould be
0.042.

M

0
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C.
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Received: 20.Feb.01 05:48 PM From: UnknownSender To: 2087238944

FEB 20 '01 03:48PM BHI S&D MANSEPENT 509 372 9487

Powered byA&axcom

P.1/6

Duncan, Jeanette M

From:
Sent
To:
Subject:

Welss, Richard L
Tuesday, February 20, 2001 11:19 AM
Duncan, Jeanette M
Review of Validation Package for SDG HI 193

Jeanette,

BOG H1I193

Metals and PCS packages - No comments

Rnd Package - Pg 11: Result reported for B11471 Co-80 should be 0.042 (0.04 Is reported). If thIs Is the only Issue,
worry about It In getting the package to Jason.

Note that I oouldn't fully correlate all numbers In the rad and metals summary table aga nst the hard copy due to fax
Mfu2. .".

RichI
LC-O

don't
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Duncan, Jeanette M

From: Weiss, Richard L
Sent: Tuesday, February 20, 2001 11:19 AM
To: Duncan, Jeanette M
Subject: Review of Validation Package for SDG H1193

Jeanette,

SDG H1193

Metals and PCBs packages - No comments

Rad Package - Pg 11: Result reported for B11471 Co-60 should be 0.042 (0.04 is reported). If this is the only issue, don't
worry about it in getting the package to Jason.

Note that I couldn't fully correlate all numbers in the rad and metals summary table against the hard copy due to fax
"fuzzies".

Rich
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Review Comment Record (RCR) 1. Date 2. Review No.

2/20/01 BHI/QA1002

3. Project 4. Page

105-F Page 1 of 2

5. Document Number(s)/Title(s) 6. Program/Project/ 7. Reviewer 8. Organization/Group 9. Location/Phone
Building Number

SDG No.: H 1193 105-F Rx Phase IV Claude Stacey BHI/QA HO-16/372-9208
Upper Fill and Soil
Sampling

17. Comment Submittal Approval: 10. Agreement with indicated comment disposition(s) 11. CLOSED

Organization Manager (Optional) Reviewer/Point of Contact Reviewer/Point of Contact
Date Date

Author/Originator Author/Originator

12. 13. Comment(s)/Discrepancy(s) (Provide technical justification for the 14.
Item comment and detailed recommendation of the action required to correct/ Hold 16.

resolve the discrepancy/problem indicated.) Point 15. Disposition (Provide justification if NOT accepted.) Status

I PCBs: Page 004, Field Duplicate Samples and Completeness refers to RLN.
Rest of data package report refers to the labs new name LVI.

2 PCBs: Page 004 and 005 states detection limit for Aroclor 1221 was
exceeded. Sample and Analysis Plan has the PQL at 0.1 mg/kg (100 ug/kg);
therefore, PQL for 1221 wasn't exceeded.

3 PCBs: The Data Summary Report has the detection limits for the Aroclors as
50 ug/kg; whereas, the sampling plan has 100 ug/kg.

4 Inorganic: Page 010 has detection limits for Hg and Pb as 0.05 and 2
respectively; whereas, the sampling plan has the detection limits at 0.08 and
20 respectively.

5 Radiochemistry: Page 01, Introduction first sentence has data package
number as HI 193-E. This should be H 193-ES.

6 Radiochemistry: page 004, References has the sampling and analysis plan as
DOE/RL-96-22. This should be DOE/RL-99-35, Rev., "Sample and
Analysis Plan for 105F and 105DR Phase III Below Grade Structures and
Underlying Soils."



Review Comment Record (RCR) 1. Date 2. Review No.

2/20/01 BHI/QA1002

3. Project 4. Page

105-F Page 2 of 2

12. 13. Comment(s)/Discrepancy(s) (Provide technical justification for the 14.
Item comment and detailed recommendation of the action required to correct/ Hold 16.

resolve the discrepancy/problem indicated.) Point 15. Disposition (Provide justification if NOT accepted.) Status
7 Radiochemistry: page 003 and 004, Detection Limits states the PQLs was

exceeded for Eu-155 in samples B 11472. This should be the PQL for Eu-
154 was exceeded for sample B 11472.

7 Page 010, Co-60 for sample BI 1471 shows result as 0.04. This should be
0.042.



DOE/RL-99-35
Rev. 1

Sampling and Analysis
Plan for the 105-F and
105-DR Phase III
Below-Grade Structures
and Underlying Soils

United States
Department of Energy



DOE/RL-99-35
Rev. 1

S Precisi is a measure of the data spread when more than one measurement has been taken for the
same sample. Precision can be expressed as the RPD for duplicate measurements. A quantitative
definition of the RPD is provided in Section 2.4.3. The level of effort for precision measurements
will be a minimum of 1 per 20 samples.

- Completeness is a measure of the amount of valid data obtained from the analytical measurement
system and the complete implementation of defined field procedures. The quantitative definition
of completeness is given in Section 2.2.2. The target completeness objective for this project is
identified in Table 2-2.

Table 2-2. Analytical Performance Requirements. (2 pages)

Analytical Preliminary Detection Limit Accuracy Precision
Data Metod Analyte Action Requirements Req't (% Reqt
Type Method Level- Recovery)b (%RSD or

Performance Requirements for Laboratory Measurements

Rad AmAEA Am-241 TBD 0.1 1 70-130 ±30

Rad GeLi/HPGe Ba-133 TBD 80-120 ±30

Rad Chemical C-14 TBD 5 50 70-130 ±30
separation/liquid
scintillation

Rad GeLi/HPGe Co-60 100/40C 0.05 0.1 80-120 ±30

Rad GeLi/HPGe Ce-137 TBD 0.05 0.1 80-120 ±30

Rad GeLi/HPGe Eu-152 TBD 0.1 0.2 80-120 ±30

Rad GeLi/HPGe Eu-154 TBD 0.1 0.2 80-120 ±30

Rad GeLi/HPGe Eu-155 TBD 0.05 0.1 80-120 ±30

Rad Chemical Ni-63 TBD 5 30 70-130 ±30
separation/liquid
scintillation

Rad PuAEA Pu-238 TBD 0.1 1 70-130 ±30

Rad PuAEA Pu-239/240 TBD 0.1 1 70-130 ±30

Rad Rad-Sr Sr-90 TBD 0.2 1 70-130 ±30

Rad Chemical Tc-99 TBD 5 15 70-130 ±30
separation/liquid
scintillation

Rad Distillation Tritium TBD 5 400 70-130 ±30
liquid separation I

Rad UAEA U-234 TBD 0.1 1 70-130 ±30

Rad UAEA U-235/236 TBD 0.1 1 70-130 ±30

Rad UAEA U-238 TBD 0.1 1 70-130 ±30
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DOE/RL-99-35
Rev. 1

Table 2-2. Analytical Performance Requirements. (2 pages)

Preliminary Detection Limit Accuracy Precision
Data Analytical Analyte ActionRequirements Req't (% (eq't
Type Method Layet: Recovery)b RSD or

Performance Requirements for Field Measurements

Rad Portable Nal Gross Cs-137 100/40  N/A 60/32 ±80-120 ±20
detector I counts pCi/g paj/g _

Performance Requirementsfor Laboratory Measurements

Chem EPA 7196 Cr6+ 2.2 mg/kg 0.03 0.1 70-130 ±30

Chein EPA 6010 Pb 353 mg/kg 5(0.1) 20 70-130 ±30
(0.5)

Chem EPA 7471 Hg 4 mg/kg 0.02 0.08 70-130 ±30

Chemn EPA 8080/8082 PCBs 0.5 mg/kg 0.03 0.1 70-130 130
- Units are in pCi/g or mg/kg unless otherwise specified.
b Accuracy for radionuclides are evaluated via associated batch laboratory control sample percent recoveries. The "AEA"

and radioactive strontium measurements also require tracer/catrier recoveries to be 20% to 105%.
o Minimum detectable activities are achieved with static surveys of 5 and 15 seconds. See Appendix D.

Based on preliminary dose modeling. See Appendix C.
MDL - minimum detection limit
Nal = sodium iodide
PQL - practical quantitation limit
RSD = relative standard deviation
TBD = to be determined

2.1.5 Project Narrative

The following list identifies the project objectives and associated methods (incorporated by reference) to
achieve each objective:

- Determining survey and sampling design requirements and description (Section 2.2)
- Determining sample type and sampling location requirements (Section 2.2.2)
- Determining sampling methods (Section 2.2.3)
- Determining sample handling and custody requirements (Section 2.2.4)
* Selecting analytical methods (Section 2.2.5)
- Determining quality control requirements (Section 2.2.6)
- Determining sampling or analytical instrumentation requirements (Section 2.2.5)
- Maintaining ongoing assessments during actual operation (i.e., oversight) (Section 2.3.1)
. Determining data validation by the methods defined (Section 2.4)
- Determining data quality assessment of the sampling design, sampling procedures, and analytical

measurement system (Section 2.5).

2.1.6 Special Training Requirements/Certification

Personnel training and certification requirements are described in BHI-HR-02, ERC Training Procedures.
Field personnel shall have completed the following mandatory training, as described in BHI-HR-02,
before starting work:
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.. RT..............................................................--. TRANSMISSION RESULT REPORT ........ -(FEB 20 '01

BHI S&D MANAGEMENT 509

... ...................................................................-----------.......- .-...-. -----------........................--..-- ...... - ..-.......

THE FOLLOWING FILE(S) ERASED

FILE FILE TYPE OPTION TEL NO. PAGE

014 MEMORY TX 12287238944 06/06

03:50PM).

372 9487

(AUTO) ...........

RESLLT

OK

ERRORS

1) HANG LIP OR LINE FAIL 2) BUSY 3) NO ANSLER 4) NO FACSIMILE CONNECTION

Duncan, Jeanette M

From:
Sent:
To:
Subject:-

Weiss, Richard L
Tuesday, February 20, 2001 11:19AM
Duncan, Jeanette M
Review of Validation Package for SDG HI 193

Jeanette, -

SOG H1193

Metals and PCBS packages - No comments

Red Package - Pg 11: Result reported for 811471 Co-60 should be 0.042 (0.04 is reported). If this Is the only Issue, don't
worry about It In getting the package to Jason.

Note that I couldn't fully correlate all numbers in the red and metals summary table sga nst the hard copy due to fax
"fuzzle.

Rich



RADIOCHEMISTRY ANALYSIS, SOIL MATRIX, (PM)
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